Technical Evaluation UET Abbotabad Campus

€xperince  [Technical | TMTee Name of the
SNe Company name - Simllar
\ \ - Gertifieats |Persons Instailation Lot/Package Equlpment atail Recommendations by the Technical ¢
._,.n\nm:m.:-: ox HYDRAULIC BENCHH Technically NOT responsive; due to the rearon that
1 OEM does not have 3 valid history of manufacturing
PELTON WHEEL TURBINE the quoted equipment
(compact portable demonstration Technlcally NOT responsive; due to the re. ason that
turbine with transparent plexiglas front cover) OEM does not have a valid history of manufacturing
| the quoted equipment
MMN.U_C_: NOT responsive; due to the reason that
oes not
GLASS SIDED TILTING FLUME with experimental accessorles .:ru“w“c”“_n__._“.“.nlnﬂﬂiginainn
Technically NOT responsive; due to the reason that
] PIPE FRICTION APPARATUS OEM does not have a valid history of manufacturing No
————— the quoted equipment
Technically NOT responsive; due to the reason that
OSBORN REYNOLDS APPARATUS OEM does not have a valid history of manufacturing No
f the quoted equipment
Technically NOT responsive; due to the reason that
OEM
FLOW METER DEMONSTRATION APPARATUS does ot —”_uo(um_wo‘“_‘._n history of manufacturing te
Technically NOT responsive; due to the reasan that
FLUID FRICTION APPARATUS OEM does not have a valid history of manufacturing No
1 the quoted equipment
Technically NOT responsive; due to the reason that
OEM does not have a valid history of manufacturing No
O CAVITATION DEMONSTRATION UNIT the quoted equipment
Technially NOT responsive; due to the reason that
OEM does not have a valld history of manufacturiny No
HYDRAULIC LAB  |PORTABLE CENTRIFUGAL PUMP DEMONSTRATION UNIT E&Pﬂg. ’ :n_.:.m n.mn.“iu_.ha - _ni
Technlcally NOT responsive; due to the reason that not quoted by supe
OEM does not have a valid history of manufacturing No
Pipe Surge and Water Hammer Apparatus the quoted equipment
Technically NOT responsive, due to the reason that
OEM does not have a valid history of manufacturing No
Free and Forced Vortex Apparatus the quoted equipment
\ Technically NOT responsive; due to the reason that
| OEM does not have a valid history of manufacturing No
Bernoulli's Theorem Demonstration Apparatus the quoted equipment
Technically NOT responsive; due to the reason that
| OEM does not have a valid history of manufacturing No
| Basic Hydrology Apparatus the quoted equipment
Technically NOT responsive; due to the reason that
k OEM does not have a valid history of manufacturing No
| Onfice And Free Jet Flow the guoted equipment
Miscellaneous Laboratory Tools
Specifications-
A Socket Set - 1/2° Drive
B. Socket Set - 3/8" Drive
C. Combination Wrenches
D. Hex (Allen) Wrenches Technically responsive;the bidder may be consider for
E. E Screw Drivers further consideration L
F. Faur piece Pliers set
G. Pipe Wrenches 10” and 14"
H. 3-piece Adjustable
I. Hammers
J. _Hack saw
Technically NOT responsive; due to the reason that
OEM does not have a valid history of manufacturing No
Servo Hydraulic Unlversal Testing Machine (UTM) 2000 Kn the quoted p
MATERIAL Technically NOT responsive; due to the reason that
JESTING LAB OEM does not have a valid history of manufacturing No
Core Drilling Machine the quoted
% Technlcally responsive;the bidder may be consider for No
Lab Tools for General Use (Containing Wrenches, Screw Driver, P further consideration
Technically NOT responsive, due to the reason that
OEM does not have a valid history of manufacturing NO
1132 e the quoted Iipment
o i Technically NOT Responsive, due to the reason that
the bidder has not attached the specification of quoted NO
7y Duty Balance 300 ¥g Work Rangoe




Technlcally NOT e, the reazon that
POniive, dum 1 the 5 h B
\ \ the bidder has noy Aached the ¢ o of ﬁ

| Balance 6 ¥g (Llectronic with 0) gram aceuracy) L It st orea
_ R o ___tem
Technieally responsive

/ / [ CONCRETE LAR |n/iquette Moulds AASHTO 1132 e bidder may he consider for

‘ _— o o E:Wahna:.._aa_..:_a: ves
echnl r Moy be ¢ . —
CYfinder Cappirg Retatmers (couple] m,m:m (With 60 shore ree | chnleally respansive the bidder may ba consider for S —
L shore neopr ___lurther consideration yes
[Techmieals o ——onslderation L
| ) —e [127 dia ASTM Sieve Set (Complete) T Euw:.__n.ir‘ ] |
| | — 1 urther consideration e
Technicalv rormo o deration |
, B Sleve Shater Technically responsive. the bidder may be considar for I ——

further consideration
Technically responsive;the bidder may be consider for| -
further consideration

[Specific Gravity Test Set

‘ ] Miscellaneous Tools and Technically responsive the hidder may be consider for
ﬁ — T ——2CaNe0us Too further consideration L
., , | Plane Table Com F Technically Séw.“.”‘”.ﬁ.”:a___“””.ﬂu be consider for | Yes
| [———{SURVEYING Lag|h2ins 100 ft o Technicsty _‘n_uﬂ_ﬂﬁ,ﬂ_”:w.__“.“”_ﬁ.‘ e contertor Merms 4 and 6 are nat
, I .
— s 30m e ey ™ T

Technically responsive;the bidder may be consider for
f![l/?’;ﬁ 53 further consideration

| Technically respansive; the hidder may be consider for ,

*/. Casagrande Liquid Limit Device further consideration

| Technically responsive;the bidder may be consider for

f/ Mould 152 mm dia = 127 (1) mm further consideration

; Technically responsive;the bidder may be consider for / Yes
5and Absorprion Cone and Tamper further consideration
gll. Technically responsive;the bidder may be consider for #
| Proctor Penetrometer ASTM D 1558 further consideration
Technically NOT responsive; due to the reason that
Sedimentation by the Hydrometer Method (with all standard OEM does not have a valid history of manufactunng ’ No
accessonies) the quoted equipment
Technically responsive;the bidder may be consider for ~ yeu
High Speed Stirrer further consideration
Technically NOT Responsive, due to the reason that
the bidder has not attached the speaification of quoted No
o Oven. Capacity 100 liters, Shelves 02, Guides 5, Watts 1200 item
Technically responsive,the bidder may be consider for Yes A—
e Hand-Operated Universal Extruder further consideration
Technically responsive;the bidder may be consider for ves
Solution Balance (Capacity 20K, Accuracy 0.1 gm) o further consideration
Technically responsive;the bidder may be consider for Yes
Digital Balance (Capacity b Kg, Accuracy 0.01 £m) . further consideration
Technically responsive;the bidder may be consider for Yes
Digital Balance (Capacity A rg, Ac L further consideration
Technically NOT responsive; due to the reason that
sol Los Angeles Abrasiun Machine (with abrasive charges, OEM does not have a valid history of manufacturing No
OlL accessories and spareparts) 0 0 | thequoted cquipment ftems 7,19 .21 and 22 are
h BM”.IE))Z(.OPM)M Technically NOT responsive; due to the reason that not quoted by the suppiier
OEM daes not have a valid history of manulacturing No
Unconfined Compressior ' Mactune Hand Operated | _____the quoted cquipment o .
[ Technically NOT responsive, due to the reason that
| OEM does not have a valid histary of manufacturing
FI Electronic Apparatus for Direct Shear Testing . - L ‘hequoted equipment o
Technically responsive,the bidder may be consider for
Glass Wares including Beakers, (. nenical Measures o further conslderation o o
[ N Tachnically responsive,the bidder may be consider for

Sieve Shaker further consideration
fechnically NOT Respansive, due 1o the reason that
the bidder has 0ot attached the specification of quoted

Standard Mosture Tester 100 g Max. Samiple tem.

| [ [ 1 o Technlcally cesponsive;the bidder may be conslder for
, Blasw Finenesy ot 8] Turther canslderation
, ! | Technically HOT respansive; due 1o the reason that
| | CBH Testung Machine - %0 kN (1est speed 12/ OLM dogs nut have a valld history of manufactaring
“ 00 097V e
| { ay b conslider oy

ALIMA Liwep wwt Connplely St ( A\ wivi)




anetary Mixer, Capacity 20 liter (Complete with bow!l and
m:;:n;

Technically NOT Responsive, due to the reason that
the bidder has not attached the specification of quoted
itern

No

Constant Head Permeabllity and varlable Head Permeability
Apparatus

Technically NOT Responsive, due to the reason that
the bidder has not attached the specification of quoted
Item

Miscellancous Items Including Glassware and Tools etc.
Roof Truss Apparatus

Technlcally responsive;the bidder may be consider for
further consideration

Wall Crane Apparatus

Technically responsive;the bidder may be consider for

Technically responsive;the bidder may be consider for

Apparatus with all accessorles to
1. Verify law of parallelogram of forces
2. Verify law of polygon of forces
STRUCTURE/ 7.2:_! Disc Apparatus

Technlcally responsive;the bidder may be consider for
further consideration

APPLIED ?E;S«S 1o determine reaction of beam

Technically responsive,the bidder may be consider for

Technically responsive;the bidder may be consider for

_‘%E;Em (with all accessories) for determining coefficients of
MECHANICS Toa_o: apparatus 50 Nm with accessories

Technically responsive;the bidder may be consider for

Iterns,9 is not quoted by the
yes

Technically responsive;the bidder may be conslder for

712. Centre and Unsymmetrical Bending Cantilever apparatus
Tz_n: Buckling apparatus

Technically responsive;the bidder may be consider for |

Technlcally responsive;the bidder may be consider for ﬂ

T.c:m_ frame app with accessories
I

_ Technically respansive;the bidder may be consider for |

{Suspension bridge app with accessories

ﬂ Technically responsive;the bidder may be consider for _

~ Three Hinged arch app with accessorles

_ Technically responsive;the bidder may be consider for _

— Bending Moment and shearing force app with accessories

L supplier
|
r—
|
|

# Technically responsive;the bidder may be consider for _

[Portal frame app with accessories

_ Technically responsive;the bidder may be consider for |

WS Meditron

Trading Corp, oY
Pesh

WATER CURRENT METER
Price type AA with complete Technically respansive;the bidder may be consider for Yes
analog & digital outfits further conslderation 1,2,3,7.39, __.M.nq—j”pn 13,14,15
HYDRAULIC LAB|WATCR CURRENT METER Technically responsive;the bidder may be consider for Yes bm.:‘:.“whosni_ a ﬂqu
Pygmy type with complete further consideration not quoted by the supplier
ﬂnﬂ:ﬂuﬁn#ﬂ:ﬂ”g #42::_3_:\ respansive;the bidder may be consider for ves ~
further consideration
Ty Propeller tvoe with complete % Technically responsive;the bidder may be consider for yes f_nn:ﬁ 1and 3 are not quoted
by the supplier
TESTING LAB |Core Drilling Machine further consideration
Portable Waterproof pH Meter _ Technically responsive;the bidder may be consider for — yes _
~ Technically responsive;the bidder may be consider for ‘ ves \—
_._,Euaf Meter further consideration
ﬂ Techniclly responsive;the bidder may be consider for _ -
—Mvo.z_numﬁn:.n:_ System further consideration
—\ ~ Technically respansive;the bidder may be consider for ﬂ ves
Millipore Bacteriological Analysis Kit further consideration
ﬂ‘ ﬂan::_nu___« responsive;the bidder may be consider for ﬁ yes
Olympus Microscope Eyepeces ’ further conslderation
#‘ # Technically responsive;the bidder may be consider for ? ves
C.0.D Apparatus: Reactor Kit Safety Shield etc. further consideration
PUBLIC g‘ a«ﬁza_np—: responsive;the bidder may be consider for ~ ves Items 2,3,11,15,20 and 21
Portable Multimeter further consideration are not quoted by the
HEALTH LAB d‘ * Technically responsive;the bidder may be consider for ~ supplier
Water Bath further consideration yes
/ Technically responsive;the bidder may be consider for
Portable Top Loading Autoclave further consideration yes
’ Technically responsive;the bidder may be consider for ﬂ
Water Still further consideration =
Technically responsive;the bidder may be consider for
Analytical Balances Electronic ﬁ further consideration ves
an:wus: (53 hit) _ Technically responsive,the bidder may be consider for yes
ﬂ cell \ € Tnn::_s y responsive,the bidder may be consider for —! yes
Bod Bottle a«mn::_n.__: responsive, the bidder may be consider for — yes
jn:. Bottle Tmn:.:nu_: responsive;the bidder may be consider for # yes
Technically responsive,the bidder may be consider for N tems 1,2,3,4,5,6 7 and 9 are
further consideration ves not quoted by the supplier
CONCRETE LAB |5pecific Gravity Test Set S
Technically responsive;the bidder may be consider for Items 1,2,3,4 and S are not
further consideration e quoted by the supplier
GURVEYING LAB|Aumete




accessorles)

sedimentation by the Hydrometer Pethod (with all standard

Technically responsive;the bidder may be consider for

further consideration

yes
Technically responsive;the bidder m
g ay be consider for
High Speed Stl
!mo...w%bﬂnu . gh Speed Stirrer - further consideration ves Items 1,2,3,4,
HIGHWAY LAB Glass Wares (ncluding Deakers, Cylinarical M echnically responsive,the bidder may be consider for 7,8,9,10,11,12,13,14,17, 18
further consideration yes .19,20,21,22,23,24 and 25
Sieve Shaker Technically responsive;the bidder may be consider for are not quoted by the
further consideration ves suppller
Miceoll Technically responsive;the bidder may b
Misc Items Including Glass d 2y be consider for
[ vrare and Tools etc. further consideration ves
HYDRAULIC LAB Technically NOT responsive; due to the reason that Items 1.2,4,5
;\m_vhmn:-g: oK oK oK OEM does not have a valid history of manufacturing No .6,7,8,9,10,11,12,13,14,15,16
hore the quoted equipment ,17.18,19,20 and 21 are not
GLASS SIDED TILTING FLUME with experimental accessories quated by the supplier
MATERIAL Technically NOT responsive; due to the reason that
3 TESTING LAB OEM does not have a valid history of manufacturing No ftems 2and 3 are not quated
Servo Hydraulic Universal Testing Machine (UTM) 2000 Kn the quoted equipment by the supplier
WATER CURRENT METER
Price type AA with complete Technically responsive;the bidder may be consider for .
analeg & digital outfits further consideration Y
WATER CURRENT METER _Eam 12131015
Pygmy type with icall lve;the bidder be consider for 123739101112, .
HYDRAULIC LAB u:N_o,\ Mﬂ._ ﬂm-_ o«.o-ﬂ‘_u_n.a Techmialy Rmuﬂ”.“”“ n“:w_ansazaouu e 16.17.18,19,20 and 21 are
1] 8 utfits not quoted by the supplier
WATER CURRENT MLTCR
Propeller type with complete Technically responsive;the bidder may be consider for yes
outfit further consideration
ws Technically responsivesthe bidder may be consider for ~ ves L
Rafiq &Sons oK oK Portable Waterproof pH Meter further consideration :
Technically responsive;the bidder may be consider for — Yes L
Turbidity Meter further consideration
Technically responsive;the bidder may be consider for # Yes
BOD-Measurement System further consideration i ttems
PUBLIC HEALTH Technically responsive;the bidder may be consider for Yes 2.3,7,9,10,12,13,14,15,16,17,
LAB Millipore Bacteriological Analysis Kit further consideration 19,20 and 21 are not quoted
Technically responsive;the bidder may be consider for Yes by the supplier
C.0.D Apparatus: Reactor Kit Safety Shield etc further consideration
Technically NOT responsive; due to the reason that
OEM does not have a valid history of manufacturing No
Incubator (200 lit) the quoted eq it
Technically responsive;the bidder may be consider for Yes
4 Bod Bottle further ¢ i
HYDRAULIC BENCH Technically responsive;the bidder may be consider for Yes
further consideration
PELTON WHEEL TURBINE
(compact portable demonstration Technicall +he bidd be der
turbine with transparent plexiglas front cover) echnically responsive;the bidder -.su< consider for Yes
further consideration
Technically responsive;the bidder may be consider for Yes
GLASS SIDED TILTING FLUME with expenimental accessories further consideration
BASIC FLUID PROPERTIES & HYDROSTATICS Technicall n der f
(complete unit) echnically responsive;the bidder q.=u< be consider for Yes
further consideration
Technically responsive;the bidder may be consider for Yes
PIPE FRICTION APPARATUS further consi tion
Technically responsive;the bidder may be consider for Yes
OSBORN REYNOLDS APPARATUS further consideration
Technically responsive,the bidder may be consider for Yes
FLOW METER DEMONSTRATION APPARATUS further conslderation
ws | ark Technically responsive;the bidder may be consider for item 21 is not quoted by the
(Pv1) Ltd o oK [o]4 HYDRAULIC LA ’ Yes i
FLUID FRICTION APPARATUS further consideration supplier
Technically responsive;the bidder may be consider for Yes
CAVITATION DEMONSTRATION UNIT further consideration
Technically responsive;the bidder may be consider for Yes
LAMINAR FLOW ANALYSIS TABLE further consideration
Technically responsive;the bidder may be consider for Yes
PORTABLE CENTRIFUGAL PUMP DEMONSTRATION UNIT

/A

further consideration

; < - /7.%/ .Q



Technlcally responsive;the bidder may be consider for

Pipe Surge and Water Ha further consideration ves
Technically responsive;the bidder may be consider for
Free and Forced Vortex Apparatus further consideration ves
Technically responsive;the bidder may be consider for N
Ill's Theorem atlon Apparatus further consideration Yes
Technically responsive;the bidder may be consider for
di Transport Apparatus Set further consideration ves
Technically responsive;the bidder may be consider for Yes
Basic Hydrology Apparatus further consideration
Technically responsive;the bidder may be consider for Yes
5 Orifice And Free Jet Flow further consideration
WATER CURRENT METER
Price type AA with complete Technically responsive;the bidder may be consider for Yes Items
analog & digital outfits further consideration 1,2,3,6,7,8,9.10,11,12,13,14,
HYDRAULIC LAB 15,16,17,18,19,20 and 21 are
WATER n:zxm.z.— METER Technically responsive;the bidder may be consider for Yes not quoted by the supplier
Pygmy type with complete further consideration
analog & digital outfits
Portable Waterproof pH Meter Technically responsive;the bidder may be consider for Yes |
Technically responsive;the bidder may be consider for Yes L
VIS spectral photometer with RFID technology further conslderation
Technically responsive;the bidder may be consider far Yes L
Turbidity Meter further consideration _
Technically responsive;the bidder may be consider for Yes W
BOD-Mcasurement System further consideration
Technically responsive;the bidder may be consider for Yes L
Millipore Bacteriological Analysis Kit further consideration "
Technically responsive;the bidder may be consider for Yes L
further consideration
Olympus Microscope Eyepleces Technically responsive;the bidder may be consider for Yes
C.0.D Apparatus: Reactor Kit Safety Shield etc. further consideration .
Technically responsive;the bidder may be consider for Yes
Portable further consideration i
Technically responsive;the bidder may be consider for Yes
Water Bath further c ation
Technically responsive;the bidder may be consider for Yes
Incubator (200 lit) further consideration
M/S Athar & PUBLIC Technically responsive;the bidder may be consider for Yes Item 2 is missing
€ Sons oK oK oK HEALTH LAB Portable Top Loading Autoclave further consideration
Technically responsive;the bidder may be consider for Yes
Wwater Still further consideration
Technicaily responsive;the bidder may be consider for Yes
| Analytical Balances Electronic further consideration
“, Technically responsive;the bidder may be consider for Yes
_ Oven (as per lab specifications) further consideration
_ﬁ Technically NOT responsive; due to the reason that No
‘ * Incubator (53 lit) specification does not match PC-1 Requiremnt
,, | Technically responsive;the bidder may be consider for Yes
Miscellaneous Glassware further consideration
Technically responsive;the bidder may be consider for Yes
Bod Bottle further consideration
Technically responsive;the bidder may be consider for Yes
Reagent Botile further consideration
, Technically responsive;the bidder may be consider for
Miscellaneous lab tools further consideration
Miscellaneous Chemicals Technically responsive;the bidder may be consider for Yes
Technically responsive;the bidder may be consider for Yes
High Speed Stirrer further consideration Item, 1,2, 3,45,
SOIL 8,9,10,11,12,13,13,15,16,17,
MECHANICS & 18,19,20,21,22,23,24,25 and
HIGHWAY LAB Technically NOT responsive; due to the reason that No 26 are not quoted by the
Oven Capacity 100 liters, Shelves 02, Guides 5. specification does not match PC-1 Requiremnt supplier
] Walts 1200 R -
Technically NOT responsive; due to the reason that
OEM does not have a valid history of manufacturing No
HYDRAULIC BENCH - N the quoted equipment
PELTON WHEEL TURBINE Technlcally NOT responsive; due to the reason that
OEM does not have a valid history of manufacturing No
i i ~_the quoted equipment
> GLASS SIDED TILTING FLUML with experimental accessorles Technlcally NOT responsive; due to the reason that No




M/s
Technology
Links (Pvt) Ltd

(o]

ok

BASIC FLUID PROPERTIES & HYDROSTATICS
[(comptete urit)

——

PIPE FRICTION APPARATUS

OSBORN REYNOLDS APPARATUS
/

FLOW METER DEMONSTRATION APPARATUS

Technucally NOT responsive. due to the reason that
OEM does nat have a vaiig hrstory of manufactunng
the quoted equr

ent

Technically NOT responsive, due to the reason that

OEM does not have a vaiid history of manufacturing
the quoted equipment

Technically NOT responsive, due to the reason that

OEM does not have a valid history of manufacturing
the quoted equipment

Technecally NOT responsive, due to the reason that

OEM does not have a valid history of manufacturing
the quoted equipment

FLUID FRICTION APPARATUS

Technically NOT responsive, due to the reason that
OEM does not have a valid history of manufacturing

HYDRAULIC LAB
CAVITATION DE MONSTRATION UNIT

the quoted equipment

Technically NOT responsive, due to the reason that
OfM does not have a valid history of manufacturing
the quoted equipment

Items 4,56, 20 and 21 are
Missing

LAMINAR FLOW ANALYSIS TABLE

Technicaily NOT responsive, due to the reason that
OFM does not have a valid history of manufacturing
the quoted equipment

PORTABLE CENTIIFUGAL PUMP DEMONSTRATION UN(T

Technically NOT respansive, due to the reason that
OFM does not have 3 valid history of manulacturing
the quoted equipment

Pipe Surge and Water Hammer Apparatus

Technically NOT resporsive; due to the reason that
OEM does not have a valld history of manufacturing
the quoted equipment

No

Feee and Forced Vortex Apparatus

Technicalty NOT responsive, due to the reason that
OEM does not have a valid history of manufacturing
the quoted equipment

Bernoulli's Theorem Demonstration Apparatus

Technically NOT responsive; due to the reason that
OEM does nat have 3 valid history of manulacturing
the quated equipment

No

,
\
,
|
|

Sediment Transport Apparatus Set

Technicaily NOT responsive. due to the reason that
OEM does not have a valid history of manufacturing
the quoted equipment

Basic Hydrology Apparatus

Technically NOT responsive; due to the reason that
OEM does not have a valid history of manufacturing
the quoted equipment

HYDRAUL!IC DENCH

Technically NOT responsive; due to the reason that
OEM does not have a valid history of manufacturing
the quoted equipment

PELTON WHETL TURBINE

Techmcally NOT responsive; due 10 the reason that
OEM does not have a valid history of manufactuning
the guoted equipment

GLASS SIDED TILTING FLUME with experimental accessories

Technically NOT responsive; due to the reason that
OEM does not have a valid history of manufacturing

the quoted equipment

BASIC FLUID PROPERTIES & HYDROSTATICS
(complete unit)

Technically NOT responsive, due to the reason that
OEM does not have 3 valid history of manufacturing
the quoted equipment

PIPE FRICTION APPARATUS

Technically NOT responsive; due to the reason that
OEM does not have a valid history of manufacturing
the quoted equipment

OSBORN REYNOLDS APPARATUS

Technically NOT responsive, due to the reason that
OEM does not have a valid history of manufacturing
the quoted equipment

FLOW METER DEMONSTRATION APPARATUS
HYDRAULIC LAB

Technically NOT responsive; due to the reason that
OEM does not have a valid history of manufacturing
the quoted equipment

No

FLUID FRICTION APPARATUS

Technically NOT responsive; due to the reason that
OEM does not have a valid history of manufacturing
the quoted equipment

CAVITATION DEMONSTRATION UNIT

Technically NOT responsive, due to the reason that
OEM does not have a valid history of manufacturing
the quoted equipment

LAMINAR FLOW ANALYSIS TABLE

Technically NOT responsive; due to the reason that
OEM does not have a valid history of manufacturing
the quoted equipment

No




Technlcally NQT responsive, due to the reason that

OFM does not have a valid history of manufacturing No
the quoted equipment

Technically NOT responsive; due to the reason that

OEM does not have a valid history of manufacturing Mo
the quoted equipment

Technically NOT responsive, due to the reason that

ot OEM does not have a valid history of manufacturing No

PORTABLE CENTRIFUGAL PUMP DEMONSTRATION UN|T

[PORTABLE CENTRIFUGAL PUMP DEMONSTRATION UNIT

Bernoulll's Theorem Dem Apparat the quoted equipment
Sediment Transport Apparatus m!‘umﬁ/ Technically NOT responsive; due to the reason that No
Basic Hydrology Apparatus Technically NOT responsive; due to the reason that No
Orifice And Free Jet Flow Technically NOT responsive; due to the reason that No
MATERIAL Technically NOT responsive; due to the reasan that No
Techniclly responsive;the bidder may be consider for Item 2 and 3 not quoted by
TESTING LAB _|Servo Hydraulic Universal Testing Machine (UTM) 2000 kn further consideration fes the Supplier
Py n
ortable Waterproof pH Meter Technically responsive;the bidder may be consider for Yes

Technically responsive,the bidder may be consider for
further consideration

Technically responsive;the bidder may be consider for Yes
B0D-Measurement system further consideration

Technically responsive;the bidder may be conslder for Yes
[Qlympus Mia oscope Eyepieces further consideration

Turbidity Meter Yes

Technically responsive;the bidder may be consider for

Yes
€0 D Agparatus Resctor Kit Safety Shield etc further consideration
Technically responsive;the bidder may be consider for Yes
Portable Multimeter further cor tem 2,3 ,6,17,18,19,20 and
PUBLIC Technically responsive;the bidder may be consider for Yes 71 are ot Quoted by the
Water 8ath further consideration
Supplier
HEALTH LAB Techmically responsive;the bidder may be consider for ves be
Incubator (200 fit) further consideration
Technically responsive;the bidder may be consider for Yes
Portable Top Loading Autoclave further consideration
Technically responsive;the bidder may be consider for Yes
Water Still further ©
Technically responsive;the bidder may be consider for Yes
Analytical Balances Electronic further consideration
Technlcally responsive;the bidder may be consider for Yes
Oven (as per lab specifications) further consideration
Technically responsive;the bidder may be consider for
ok ok ok vreses ves
Incubator (53 lit) further consideration
Technically responsive;the bidder may be consider for yes
furth deration
Cylinder Capping Retainers (couple) 67x12” (with 60 shore neopr| uriner conside
Technically responsive;the bidder may be consider for
es item, 1,2,3,4, and 9 are not
CONCRETE LAB 12" dia ASTM Sicz Set (Complete) further consideration Y e remugiir
Technically responsive;the bidder may be consider for es
Sieve Shaker further consideration v
Technically responsive;the bidder may be consider for
Specific Gravity Test Set further consideration =
Technically responsive;the bidder may be consider f
MECHANICS & cally resps o Y sider for ves
HIGHWAY | AR |Casagrande Liquid Limit Device rther consideration
Technically responsive;the bidder may be consider for
Mould 152 mm dla x 127 (h) mm further consideration ye
Techrucally responsive,the bidder may be consider for
Sand Absorption Cone and Tamper further consideration b
Technically NOT respansive; due to the reason that
Sedimentation by the Hydrometer Method (with all standard OEM does nat have a valid history of manufacturing No
accessories) the quoted equipment
Technically responsive,the bidder may be consider for
Hand-Operated Universal Extruder further consideration Yes
Technically responsive;the bidder may be consider for ~
Solution Balance (Capacity 20Kg, Accuracy 0.1 gm) further consideration yes
Technically responsive,the bidder may be consider for
Digital Balance (Capacity 6 Kg, Accuracy 0.01 gm) further consideration yes
Technically responsive;the bidder may be consider for
Digital Balance (Capacity 1 Kg, Accuracy 0.01 gm) further conslderation yes
Technically NOT responsive; due to the reason that
" Los Angeles Abrasion Machine (with abrasive charges, OEM does not have a valld history of manufacturing No ftem,
accossorles and spaie ports) the quoted equipment 4.6,7,15,19,21,22,24and 26




Unconfin,
ed C
Ompression Machine Hand
Operat
ted

- -

Electroni
ic A
pa th ry of
315 for Direct She Techmcaly o7 e equpm ménutacturing
. ar Test NOT re, ent are not
Sieve § L OEM does ponsive; g e Guated by the
haker ot have a varg :S 10 the reason that supplier
i
Technically e quoted e c....x< of manutacruring
1 €sponsive;the bidder - e
tanda may be
rd Moisture Teste Technicall, further consideration consider for
7 (100 g M. s, ¥ NOT respon
Blai - Sample) OEM does not h Ve due o the =
aine Fineness A ave a3 valid hist eason that
pparatus T the quoted ory of manufacturing
c echnically res, = equipment yes
BR Testing Machi ponsveithe bidder may be
mm(0 Om..v\ i ne - 50 kN (Test Tech further considerati onsider for
minute) with all a speed 127 icaly NOT responsive, g te yes
ccessories OEM does not h, ve; due to the reason th
ASTM Sieve Set: 3ve 3 valid history of manufact "
et: Complete Set (set of 10 sieves) * Technicaly the quoted uring No
es esponsive;the bidder
Constant Head Permeabili further n“h“na may be consider for
1! i 4
Apparatus ty and Variable Head Permeability ﬁ MR::_Q_; NOT responsive; M..q.u:o: h
M ; due to the
q<3=. T EM does not have a valid history of au.ﬂnw“ :._u_
a
Crane Apparatus P~ the quoted equipment uring yes
Apparatus with all ;cs_s__w HMHES:E bidder may be consider (or |
ac nsivet
1. Verify law of E;._M“o:mu to ive;the bidder may be consider for | Mn» u,
2. Veri ram of forces Technicall i -
ci erify law of polygon of forces ically responsive;the bidder may be consider
STRUCTURE/ [a reular Disc Apparatus flrthes consiceration " ves
pparatus to d:
APPLIED etermine reactior Techni
Appa n of beam. nically responsive;th
MECHANIS pparatus (with all accessories) for dete Technically responsive: e bidder may be consider for |
LAB orsion apparatus 50 Nm with accessorl rmining coefficients of | Technically poriivethe bidder may be consder o | = _
Shear Centre an sorles - responsive;the bidder m yes
e d Unsymmetrical Bending Cantileve Technically responsive;the bidd 2y be consider or | yes 1
Us 1o Investigate the stresses and er apparatus | Technically respons! v er may be consider for | —
Euler's Buckling apparatus strains within Technicay respons ve;the bidder may be consider for | = |
’ > espansive;th yes
w“:u_ frame app with accessories Technically .w»uo:m:\m.;” ”__““ua may be consider for | ves
._.Mvm:m..os bridge app with accessories Technically ﬁﬂoa:u...m..-:n Ennu. may be consider for H yes
an_‘mno_ Hinged arch app with accessories Technically r : he w.n...” = ” consider lor yes
nding M - : e
ol :mu oment and shearing force app with accessories Technically responsive;the bidder 3m< b nu:mdau_, for yes
me app with accessories Technically responsive;the bidder m: - un consider for yes
Technically res : ay be consider for
ponsive;the bidder yes
M)r”_wm <IotD TITING FLUME with T may be consider for yes
WS C FLUID PROPERTIES & HYDROSTATICS Technically responsive;the bidd Yes
o ) o o (complete unit) recr - idder may be consider for ves
nicall ive: .
Instru e HYDRAULIC LAB|—— y responsive;the bidder may be consider fo
M ments further consideration ' yes
ompan UM : : :
pany INAR FLOW ANALYSIS TABLE Technically responsive;the bidder may be 124567 10,
t Transport App Set further considerati v be conslder for 6, e
Basic Hydrology Apparatus Technically responsive;the b on yes ,16,17,20, 21 are not quoted
—_— Technically © <m.a_.. - ay be consider for ™ by the supplier
;the bidder may b consider for ves
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